Impact 754 M Patient Ventilator Notice

Attention all users and maintainers of the Impact 754 M patient ventilator, NSN 6530-01-455-1653, "Do
not put any stickers or labels on the front surface or the door of the ventilator.” There are components that
could be accidently covered, which would affect operation or reduce the capability of the device. Any PMI
Verification/Certification, Asset Tracking, or any general purpose labels must be positioned in such a
location to not interfere with the operators view of the LCD and LEDs, or block the photo sensor or buzzer
opening.




