Maintenance Allocation Chart

6520-01-272-4531

Dental Operating Unit, ADEC Model 3406 Porta-Cart

[C — Operator or Crew; O — Unit Maintenance; DS — Direct Support Maintenance; GS — General Support Maintenance; D — Depot Maintenance]

(1 ) 3) 4 (%) (6)
GROUP ASSEMBLY MAINTENANCE| MAINTENANCE TSI%ISS REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
00 Dental Unit Inspect C
Service o] 01
Test (0] 01
Repair 0] 01
Overhaul o) 01
01 Air and Water Filters Inspect o 01
Replace o 01
02 Air and Water Regulators Inspect o 01
Service o 01
Test O 01
Repair (0] 01
Overhaul 0] 01
03 Century II Control System | Inspect o 01
Service 0 01
Test O 01
Repair 0] 01
Overhaul o) 01
04 Three-Way Micro Valves Inspect o 01
Service o 01
Test O 01
Repair (0] 01
Overhaul o 01
05 Foot Control Valve Inspect o 01
Service 0 01
Test o 01
Repair 0] 01
Overhaul o) 01
06 Signal Relay Valve Inspect 0] 01
Service o 01
Test O 01
Repair (0] 01
Overhaul 0] 01




Maintenance Allocation Chart

6520-01-272-4531

Dental Operating Unit, ADEC Model 3406 Porta-Cart

[C — Operator or Crew; O — Unit Maintenance; DS — Direct Support Maintenance; GS — General Support Maintenance; D — Depot Maintenance]

(1 ) 3) 4 (%) (6)
GROUP ASSEMBLY MAINTENANCE| MAINTENANCE TSI%ISS REMARKS
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07 Chip Blower Valve Inspect o 01
Service o 01
Test 0] 01
Repair o 01
Overhaul 0 01

08 Three Way Toggle Valves | Inspect 0] 01
Service 0 01
Test (0] 01
Repair (0] 01
Overhaul o 01

09 Needle Valves Inspect 0] 01
Service o 01
Test (0] 01
Repair 0] 01
Overhaul o) 01

10 Syringe Inspect 0] 01
Service o 01
Test (0] 01
Repair (0] 01
Overhaul 0] 01

11 Air Vacuum System Inspect o 01
Service o 01
Test (0] 01
Repair 0] 01
Overhaul o) 01

12 Air Saliva Ejector Inspect o 01
Service 0] 01
Test O 01
Repair (0] 01
Overhaul o 01

13 Storage Case Inspect 0] 01
Repair 0 01, 02
Overhaul 0] 01, 02




